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shecunrate Instrument Co.. Ine. 


‘SIGNAL GENERATOR & TRACER 
MODEL: 153 
Desig’ by Litt | Brawn by_Z Woss 
REVIED 6-S-62 


OUTPUT LEAD Rongs Snitch is sow in “BANC potion 
eee estan! ewlen sown sewed fm rer 3! 
IMPORTANT NOTICE: Although thie circuit was checked for conformity on the date of issue, it is 
possible your particular instrument although bearing the sane model number will vary slightly 
in cirouitry or component values. 
We sometimes make minor revisions on succeeding production runs due to our inability to obtain 
an exact replacement of components from our suppliers; or in some cases we discover an improve- 
ment in circuitry which results in better performance. Basically however, the original circuit 
and component values are retained. Any revisions or variations are minor. 














